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SUMMARY 


'Autocell  is  a computer-controlled  h.f.  radio  interferometer 
employing  a single  twin  channel  receiver  for  automatically 
taking  contemporary  measurements  of  the  direction  of  arrival 
of  up  to  ten  transmissions  of  different  frequencies  propag- 
ated via  the  ionosphere.  The  basic  hardware  and  software 
features  of  the  system  are  described  together  with  the 
results  of  preliminary  measurements  made  with  the  system 
during  acceptance  trials  early  in  1976.  System  limitations 
which  might  restrict  its  usefulness  as  a research  tool  for 
the  study  of  ionospheric  radio  propagation  and  h.f. 
transmitter  locating  techniques  are  reported.  j 
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1.  INTRODUCTION 

Autocell  is  a computer  controlled  interferometer  facility  for  the  automated 
measurement  of  the  direction  of  arrival  of  h.f.  radio  waves  which  have  been 
reflected  by  the  ionosphere.  The  study  of  the  propagation  of  h.f.  radio  waves 
via  the  ionosphere  has  been  of  interest  in  Australia  as  well  as  elsewhere  for  a 
great  many  years.  See,  for  example,  reference  1.  This  type  of  propagation 
displays  a number  of  phenomena  which  are  of  importance  to  high  frequency 
communications  and  to  direction  finding.  The  availability  of  comparatively 
inexpensive  general  purpose  digital  computers  has  made  it  feasible  to  automate 
a technique  of  ionospheric  measurement  which  has  previously  required  tedious 
manual  procedures.  Automation  greatly  speeds  up  the  accumulation  of  data  on 
which  the  study  of  ionospheric  propagation  phenomena  depends.  It  also  makes  it 
possible  to  carry  out  more  complex  experiments  than  have  been  possible  before; 
for  example  by  providing  the  capability  of  frequency  agility. 

The  software  written  for  the  Autocell  system  provides  an  interactive  keyboard 
operating  program  which  permits  selection  of  up  to  ten  frequencies  in  the  range 
2 MHz  to  1.1  MUz  for  successive  measurements,  with  a choice  of  format  for  real- 
time display  on  a teletype  machine  and  an  independent  choice  of  format  for  data 
storage  on  magnetic  tape.  The  operating  program  incorporates  the  use  of  an 
interpretive  instruction  sequence  which  can  be  entered  from  the  teletype  keyboard. 
The  program  also  uses  the  computer  interrupt  facility  to  increase  the  rate  of 
making  measurements  as  much  as  possible. 

After  initial  set  up,  which  is  minimal  and  after  typing  the  required 
instructions  into  the  computer  from  the  teletype  keyboard,  the  system  will 
automatically  carry  out  all  the  required  operations  of:  tuning  the  system  to 
the  selected  frequency,  calibration,  measurement  sequence,  computation  for  real- 
time processing  if  required,  data  storage  and  data  print-out  for  display  on  the 
teletype  machine.  The  above  operations  are  then  automatically  repeated  with  the 
next  frequency  selected  and  so  on,  according  to  the  instruction  sequence  entered 
into  the  computer. 

The  following  real-time  processing  is  available:  computation  of  azimuth  and 
elevation  angles,  with  an  estimate  of  the  range  of  the  source;  computation  of 
N-S  and  E-W  components  of  angle  of  arrival;  individually  selectable  digital 
data  smoothing  for  each  channel;  and  the  formation  of  a histogram  for  one 
channel  of  the  computed  angles  of  arrival  together  with  the  computation  of  the 
mean  and  standard  deviation  values  of  these  angles.  The  maximum  rate  of 
operation  under  favourable  conditions  with  the  current  state  of  development  is 
approximately  four  complete  measurements  per  second  if  only  one  frequency  is  in 
use.  Under  unfavourable  conditions  a measurement  is  automatically  terminated 
if  not  completed  within  approximately  three  seconds. 

Figure  1 is  a photograph  of  the  equipment.  A PDP-8L  computer  occupies  the 
rack  on  the  left,  together  with  associated  peripheral  equipment  including  a dual 
DECtape  unit.  Control  equipment  with  computer  interface  and  subsystems  inter- 
face circuitry,  power  supply  and  UP3330A  frequency  synthesizer  occupy  the  centre 
rack.  The  Racal  twin  channel  communications  receiver  type  RA153  together  with 
measurement  and  receiver  subsystems  occupies  the  right  hand  rack,  A small  table 
for  the  convenience  of  the  operator  is  normally  placed  adjacent  to  the  teletype 
machine,  but  was  removed  for  the  benefit  of  the  picture.  A small  amount  of 
equipment  associated  with  the  interferometer  aerial  interface  is  housed  in  a 
separate  rack  which  does  not  appear  in  the  picture.  The  interferometer  aerial 
array  occupies  a field  near  the  equipment  building. 
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2.  PRINCIPLES  OF  OPERATION 

The  interferometer  measurement  technique  used  for  Autocell  has  been  described 
in  references  2,  3 and  4.  The  method  can  be  understood  by  reference  to  figure  2. 
The  interferometer  consists  basically  of  two  pairs  of  horizontal  dipole  aerials 
with  separation  (d)  that  are  accurately  surveyed  into  position.  One  pair  is 
sited  in  a North-South  direction  and  the  other  pair  in  an  East-West  direction. 

The  separation  of  the  dipoles  in  each  pair  is  73.15  m (240  ft).  The  X's  on  the 
N-S  and  W-E  axes  shown  schematically  in  figure  2 represent  the  centre  points  of 
the  aerials.  A measurement  of  the  phase  differences  of  the  signals  appearing 
in  each  of  the  two  pairs  of  dipoles  is  sufficient  to  determine  the  direction  of 
arrival  of  the  incoming  wave  at  the  selected  frequency,  provided  the  frequency  is 
sufficiently  low  or  that  signals  are  arriving  from  near  the  zenith.  For  higher 
frequencies  and  oblique  signals  an  ambiguity  arises  from  grating  lobes  due  to 
the  spacing  of  the  dipole  pairs.  The  ambiguity  is  resolved  by  providing  an 
additional  two  pairs  of  aerials  at  one  quarter  of  the  spacing  of  the  main  array. 

Reference  to  figure  2 shows  that  the  bearing  0 and  elevation  angle  0 can  be 
computed  from  the  measured  phase  angles  and  5^;^^  in  two  stages,  after 

correcting  for  the  ambiguity  in  these  angles  if  necessary.  The  intermediate 
angles  a and  P defined  in  the  figure  are  first  computed.  From  these,  the 
bearing  and  elevation  angles  are  computed.  The  standard  PDFS  23-bit  format 
floating  point  package  is  used  to  carry  out  all  of  the  required  steps  of 
ambiguity  correction  and  computation  including  the  determination  of  the  correct 
quadrant  for  the  bearing  angle.  The  conventions  used  for  the  definition  of  the 
respective  angles  can  be  seen  in  figure  2.  where  the  bases  of  the  arrows  give 
the  zero  degree  positions  and  the  arrow  heads  give  the  sense  of  increasing  angle. 
Bearing  angles  are  measured  from  0 to  360°  in  a clockwise  sense  from  due  North. 

In  the  practical  realisation  of  the  interferometer  each  horizontal  dipole 
as  described  so  far  actually  consists  of  two  crossed  dipoles  arranged  at  45°  to 
the  North-South  direction.  These  cro.ssed  dipoles  ore  connected  with  a phasing 
circuit  to  form  a circularly-polarized  antenna.  The  direction  of  polarization 
can  be  selected  remotely.  The  horizontal  dipoles  have  a polar  diagram  which  is 
directed  vertically  thereby  ensuring  that  ionospherical ly  propagated  signals  are 
given  preference  over  ground  wave  signals.  Furthermore,  only  six  crossed 
dipole  aerials  are  used  since  the  short  base  line  pairs  can  share  one  dipole 
each  with  the  long  base  line  pairs.  In  principle,  therefore,  the  basic 
requirement  is  to  make  a sequence  of  phase  measurements.  In  practice,  there 
are  a number  of  complications  which  have  to  be  taken  into  account  and  these  are 
described  in  more  detail  in  later  sections. 


3.  FUNCTIONAL  DESCRIPTION  OF  HARDWARE 

3. 1 General 

The  Autocell  system  equipment  is  made  up  of  four  main  subsystems:  the 
computer,  controller,  receiver  and  phase  measurement  subsystems  (shown  in 
block  schematic  form  in  figure  3).  The  dual  channel  receiver  subsystem 
amplifies  the  selected  high  frequency  (h.f.)  transmission  received  by 
selected  pairs  of  aerials  and  converts  these  signals  to  100  kHz  signals,  the 
differential  phase  angle  between  which  is  measured  by  the  phase  measurement 
subsystem.  The  operation  of  the  phase  measurement  subsystem  and  certain 
aspects  of  the  receiver  subsystem  such  as  signal  level  adjustment  is 
controlled  by  the  controller. 

The  controller  contains  a programmable  microcontroller  and  interface 
circuits  for  each  of  the  subsystems  and  for  the  computer.  The  micro- 
controller controls  the  complete  sequence  of  calibration  and  measurement 
operations  and  also  other  sequences  of  operations,  as  required  for  specific 
tasks.  The  operation  of  the  microcontroller  can  be  initiated  and  observed 
on  a manual  control  and  display  panel  which  can  be  seen  at  the  top  of  the 
centre  rack  in  figure  1.  When  the  system  is  in  operation,  however,  the 
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microcontroller  is  itself  directly  under  the  control  of  the  computer. 

3.2  Computer  subsystem 

The  computer  subsystem  comprises  a Digital  liquipment  Corporation  PDP-8I, 
computer (ref . S)  with  8K  core  memory,  an  ASR33  teletypewriter  and  a TU56  dual 
DECtape  transport  with  associated  TC08  DECtape  controller.  The  inter- 
connection of  these  units  and  the  controller  can  be  seen  in  figure  4,  which 
shows  the  Autocell  controller  sharing  the  daisy  chain  input/output  bus 
structure  of  the  computer  with  the  memory  extension  unit  and  the  DECtape 
controller.  All  subsystem  control  then  takes  place  from  the  Autocell 

controller.  The  fact  that  the  Autocell  and  DECtape  controllers  share  the 

same  bus  means  that  the  computer  cannot  interleave  the  operation  of  these 
two  units.  However,  in  practice,  this  is  not  a severe  restriction  as  the 
time  lost  when  the  system  is  in  operation  is  of  the  order  of  one  or  two 
seconds  per  DiiCtape  storage  operation  every  few  minutes. 

3.3  Controller  subsystem 

A very  much  simplified  block  diagram  of  the  controller  subsystem  is  given 
in  figure  5.  The  interface  between  this  subsystem  and  the  manual  control 
and  display  panel  has  been  ignored  in  this  figure. 

It  can  be  seen  at  the  top  of  figure  5 that  there  is  a flow  of  parameters 
from  the  computer  through  appropriate  interface  (selector  gate)  circuitry  to 
a set  of  registers.  These  registers  hold  information  such  as  the  selected 
frequency,  attenuator  settings  and  initialisation  parameters  (i.e.  switch 
settings).  This  information  is  then  available  to  the  subsystems  until 
changed  by  the  computer.  Following  down  the  diagram,  it  can  be  seen  that 
there  is  a similar  flow  of  data  and  parameters  from  the  subsystems  to  the 
computer.  The  phase  measurement  data  (and  also  sample  time  and  other  data) 
is  accumulated  in  a set  of  registers  from  which  the  information  can  be  passed 
to  the  computer.  The  data  transfer  process  is  initiated  by  the  microcont- 
roller when  a complete  set  of  data  is  assembled  and  occurs  through  the  direct 
memory  access  facility  of  the  computer  into  a preselected  buffer  area  in  the 
computer's  memory.  The  computer  reads  parameter  information  (final 
parameters  or  logic  switch  settings)  through  its  programmed  transfer 
capabi lity . 

The  microcontroller  is  shown  at  the  bottom  of  the  block  diagram.  The 
microcontroller  is  a programmable  sequencing  device.  It  can  generate  a 
number  of  control  pulses  on  individually  selected  lines  and  it  can  perform 
conditional  as  well  as  unconditional  transfers  to  any  step  in  the  sequence 
by  me.ins  of  a second  set  of  individually  selected  lines,  which  sense  the 
conditions  to  be  tested.  The  microcontroller  thus  has  the  capability  of 
responding  to  ci rcum.stancos  as  they  arise  and  to  switch  to  a new  sequence 
step  or  loop  back  to  a previous  sequence  step  as  required.  In  some  cases, 
the  microcontroller  will  initiate  a sub-sequence  controlled  within  a subsystem 
In  this  case,  the  conditional  branching  facility  is  used  to  execute  a waiting 
loop  until  a flag  signal  from  the  subsystem  is  set.  To  avoid  a possible 
indefinitely  long  waiting  time,  a time  limit  test  is  included  in  the  waiting 
loop  in  a number  of  cases.  At  the  expiry  of  the  time  limit,  the  micro- 
controller program  exits  and  signals  the  computer. 

The  microcontroller  circuitry  is  based  on  an  INTEL  1702  PROM  device  which 
provides  a fixed  non-volatile  memory  to  hold  the  program.  This  device  can 
be  reprogr.immed  in  the  laboratory.  An  assembler  program  is  available  to 
assist  in  firmware  development.  This  assembler  program  will  run  on  the 
Autocell  computer  or  any  other  similar  PDP-8  computer  system.  The  assembler 
will  accept  a source  file  generated  with  the  operating  system  software  of  the 
coiiiputer(ref .6) , and  will  produce  both  a fully  coded  octal  and  decimal 
listing  of  the  microcontroller  program  and  a specially  coded  paper  tape  which 
can  be  fed  directly  into  an  INTEL  PROM  programmer (ref . 7) . The  amount  of 
time  and  frustration  saved  over  manual  coding  and  PROM  loading  is  considerable 
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3.4  Receiver  subsystem 

The  receiver  subsystem  comprises  a twin  channel  receiver  and  the  following 
associated  units:  aerial  multicoupler  units,  aerial  switching  unit,  dual 
matched  attenuator,  digital  tuning  circuits,  gain  balance  control  and 
attenuator  control.  The  latter  three  units,  although  functionally  part  of 
the  receiver  subsystem,  are  located  physically  with  the  phase  measurement 
subsystem.  The  block  diagram  in  figure  3 should  be  referred  to  when 
reading  the  following  sections  describing  these  units. 

3.4.1  Recei ver 

The  receivei  is  a Twin  Channel  Communications  Receiver,  Type  RA153, 
manufactured  by  RACAL  Communications  Inc. (ref. 8).  This  receiver  covers 
the  frequency  range  1 Mllz  to  30  Nlllz  and  provides  two  separate  signal 
paths,  balanced  to  1 dB  in  amplitude  and  15  in  phase,  to  produce  two 
i.f.  signals  at  100  kHz,  at  which  the  phase  is  measured.  The  two 
channels  are  electronically  linked  and  tuned  by  the  same  local 
osci 1 lators . 

In  view  of  the  magnitude  of  the  phase  and  gain  imbalances  and 
because  these  vary  with  both  receiver  control  settings  and  signal  level, 
a number  of  calibration  and  control  functions  are  necessary  to  ensure 
that  phase  measurements  are  accurate  to  better  than  2°.  Before  each 
set  of  phase  measurements  (for  a particular  signal  frequency),  a 
calibration  phase  measurement  sequence  is  entered  in  which  a calibration 
signal  at  the  selected  frequency  is  applied  to  both  inputs  of  the 
receiver  and  the  gain  imbalance  is  removed  by  the  gain  balance  control 
prior  to  the  phase  imbalance  being  measured.  This  calibration  measure- 
ment is  subsequently  subtracted  from  the  following  aerial  phase  angle 
readings  to  obtain  the  true  phase  angle  data.  In  addition,  in  order 
to  reduce  the  differential  phase  angle  shift  due  to  signal  level 
variations  to  an  acceptable  level,  measurements  are  taken  only  when  the 
two  i.f.  signals  fall  within  a 10  dB  dynamic  range.  Since  this  would 
otherwise  result  in  excessive  data  dropouts  for  a signal  with  greater 
dynamic  range,  a twin  channel  phase  matched  r.f.  attenuator  ahead  of 
the  receiver  is  controlled  to  maintain  the  i.f.  signal  levels  within 
the  desired  range. 

The  only  receiver  settings  controlled  by  Autocell  are  the  tuning 
signals  for  frequency  selection  and  the  channel  2 gain  control  to 
balance  the  channel  gains.  The  other  receiver  controls  of  most 
concern,  which  are  set  manually  prior  to  operation  of  the  system  at 
present,  are  the  r.f.  aerial  tuning,  r.f.  attenuator,  r.f. /i.f.  gain 
control  and  the  i.f.  bandwidth.  The  main  restriction  imposed  by  the 
necessity  to  manually  set  the  positions  of  these  controls  prior  to 
system  operation  is  with  respect  to  the  dynamic  range  of  signal  levels 
which  can  be  accommodated  by  the  system.  This  range  is  at  present 
limited  to  the  60  dB  dynamic  range  of  the  automatic  attenuator. 

3.4.2  Aerial  multicoupler  units 

Each  of  these  units  comprises  two  identical  isolating  amplifiers 
each  of  which  enables  one  aerial  to  be  connected  to  up  to  four 
receivers  without  mutual  interference,  thereby  permitting  operation  of 
Autocell  in  parallel  with  other  systems  from  the  same  set  of  aerials. 

The  unit  also  provides  10  dB  gain  and  increases  system  sensitivity. 

3.4.3  Aerial  switching  unit 

This  unit  provides  for  the  connection  of  either  a selected  pair  of 
aerials  or  the  calibration  signal  source  to  the  dual  channel  receiver 
inputs  via  the  dual  matched  attenuator.  Switching  is  achieved  in 
under  10  ms  by  means  of  mercury  wetted  bistable  relays.  The  selection 
of  relay  contact  closures  is  determined  by  three  d.c.  signal  levels 
during  a strobe  pulse.  The  three  d.c.  signals  control  the  selection  of 
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(a)  tiu’  signal  source,  i.e.  calibration  or  aerial  array, 

(b)  the  North-South  or  hast-West  aerials,  and 

(c)  the  widely  or  narrowly  spaced  aerials. 

■^.4.4  Dual  matched  attenuator 

The  dual  matched  attenuator  operates  under  the  control  of  the 
attenuator  control  unit  situated  in  the  phase  measurement  subsystem. 

Both  channels  of  the  attenuator  consist  of  four  'pi'  sections  of 
swtiched  .attenuation  providing  4,8,1b  and  .32  dB  of  attenuation. 

Switching  is  accomplished  using  mercury  wetted  bistable  relays  and 
is  controlled  by  four  li . c . signal  levels  determining  the  status  of  each 
of  the  four  switches  in  the  two  channels  and  a strobe  pulse  for 
establishing  a new  setting.  Thus  the  attenuation  of  both  channels  is 
controlled  in  4 dB  steps  over  a range  of  0 dB  to  60  dB. 

.3.4.5  Digital  tuning  circuits 

These  circuits  provide  the  two  tuning  signals  required  to  tune  the 
receiver  to  a frequency  specified  by  the  controller.  The  two  tuning 
signals  control  the  megahertz  and  kilohertz  contents  of  the  signal 
selected  by  the  receiver,  which  uses  the  Wadley  system  of  band  selection. 

Ihe  tuning  signals  automatically  tune  the  receiver  to  the  frequency 
specified  by  b BCD  digits  provided  by  the  controller,  two  of  which 
determine  the  megahertz  tuning  (1  to  .30  Nlliz)  and  four  of  which  determine 
the  kilohertz  tuning  in  0.1  kHz  steps  within  the  range  0 kHz  to 
999.9  kHz.  The  MHz  tuning  signal  tunes  to  a new  setting  within  20  ms 
and  the  kHz  tuning  signal  within  200  ms.  A frequency  "stable"  flag 
is  set  when  the  kHz  tuning  signal  frequency  is  locked  to  the  value 
specified  (except  for  the  40  ms  after  receipt  of  a clear  flag  signal 
from  the  controller].  The  clear  flag  signal  is  applied  when  a new 
frequency  is  called  for  by  the  controller. 

.3.4.6  (lain  balance  control 

The  gain  balance  control  provides  the  means  for  equalising  the  gain 
of  the  two  channels  of  the  receiver,  the  need  for  which  was  explained 
in  Section  3.4.1.  On  command  from  the  microcontroller  the  gain 
balance  control  monitor's  the  two  i . f . signals  and  adjusts  the  gain  of 
channel  2 to  equalise  the  i.f.  signal  levels.  The  gain  imbalance  of 
the  receiver  is  specified  as  ± 1 dB  and  the  controller  provides  more 
than  4 dB  variation  in  channel  2 gain.  When  gain  balance  has  been 
achieved,  a flag  is  set  for  reading  by  the  microcontroller. 

3.4.7  Dual  matched  attenuator  control 

The  two-channel  matched  attenuator  can  be  operated  in  either  of  two 
modes,  the  Lock  and  Search  modes.  In  the  Lock  mode,  the  attenuator 
setting  remains  fixed  at  that  pertaining  when  the  Lock  mode  was  applied. 
In  the  Search  mode,  the  control  circuit  seeks  to  bring  or  maintain  the 
amplitude  of  the  i.f.  signals  within  a given  range  as  described  in 
Section  .3.4.1.  A flag  capable  of  being  read  by  the  controller  is  set 
when  the  signal  cannot  be  brought  within  this  range.  Tlie  mode  of 
operation  of  the  attenuator  control  can  be  determined  from  the  controller 
or,  by  means  of  a switch,  from  the  card  itself.  The  attenuator  setting 
can  also  be  set  and  read  from  the  computer  via  the  controller. 

3.5  Phase  measurement  subsystem 

The  phase  measurement  subsystem,  an  early  version  of  which  was  described 
in  reference  13,  performs  the  primary  measurement  function  of  the  Autocell 
system.  In  addition  to  the  phase  measurement  circuits,  it  comprises  the 
data  consolidation  circuits  and  a frequency  synthesizer  and  associated 
attenuator. 
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5.5.1  I’hasc  mcasuremont  circuits 

The  ph.ise  difforencc  bctwoon  the  two  i . f . siijnals  is  measured  on  a 
cycle  to  cycle  basis  by  counting  the  number  of  pulses  of  a clock  between 
zero  cross-over  points  on  the  two  i.f.  signals.  In  order  that  this 
should  provide  a direct  measurement  of  the  phase  angle  and  to  avoid 
errors  resulting  from  variations  in  the  i.f.  signal  frequency,  the  clock 
IS  controlled  to  be  a fixed  multiple  of  the  i.f.  signal  frequency  for 
variations  of  uj)  to  Sl>  in  the  nominal  frequency  of  100  kHz.  Since 
the  factor  bv  which  the  clock  is  a multiple  of  the  i.f.  is  256,  a 
ph.ise  difference  of  360  is  represented  by  256  bits  in  this  phase 
measurement  system.  The  measurement  resolution  of  1 bit  (of  phase) 

IS  equivalent  to  1 . 4 . 

To  reduce  errors  du<-  to  receiver  differential  phase  shift  with  signal 
level  variations  to  an  acceptable  amount,  measurements  are  taken  only 
when  both  i.f.  signal  levels  fall  within  a given  range.  Moreover, 
in  an  attempt  to  ensure  that  only  quasi -uni moded  propagation  is 
considered,  measurements  are  restricted  to  those  times  when  the 
amplitudes  are  equal  to  within  some  preset  tolerance,  which  is  small 
in  comparison  to  that  permissible  under  the  range  restriction  just 
mentioned.  To  further  limit  the  measurements  to  single  moded 
conditions  of  transmission  the  readings  are  only  utilised  when  a given 
number  of  preceding  cycles  have  met  this  amplitude  equality  test. 

This  wavefront  tost  number  can  be  selected  in  the  range  0 to  7. 

In  addition  to  making  these  tests  (signal  in  'amplitude'  window, 
amplitude  equality,  wavefront  tests),  the  phase  measurement  system 
contains  a circuit  which  determines  whether  the  i.f.  signal  levels  arc 
above  the  receiver  noise  level,  thereby  indicating  the  presence  of 
signal.  lor  i.e.w.  transmissions  this  is  used  to  strobe  measurements. 

5.5.2  D.ita  consolidation 

The  function  of  the  data  consolidation  circuits  is  to  compound  and 
reduce  the  r.iw  ph.ise  measurement  results,  which  can  occur  at  a rate 
of  as  much  as  one  measurement  every  ten  microseconds,  by  deriving  the 
mode  and  the  median  values.  This  is  achieved  by  providing  a hardware 
histogram  circuit,  which  is  readily  achieved  with  random  access  memory, 
in  which  one  memory  cell  is  reserved  for  each  of  the  256  possible 
measurement  values.  The  mode  is  the  most  frequently  occurring  value 
and  is  detected  as  that  value  for  which  the  number  of  occurrences 
first  exceeds  a pre-selected  number  given  by  32n  + 31,  where 
n(=  0 to  7)  is  the  mode  parameter  and  is  computer  selectable.  Since 
phase  measurement  is  circular  without  discontinuity  at  0°  or  560°, 

I .e.  0 or  256  phase  units  in  the  measurement  system  used,  the  median 
value  is  computed  with  respect  to  the  mode.  Moreover,  in  deriving  the 
median  value,  the  next  successive  value  after  values  254  units, 

255  units  and  256  units  is  taken  as  1 unit  because  all  the  measurements 
are  for  signal  paths  of  less  than  one  wavelength  and  a reading  of 
254  units  therefore  corresponds  to  -2  units,  255  units  to  -1  unit  etc. 
laking  account  of  this,  the  median  value  is  derived  by  starting  at  a 
value  128  units  less  than  the  mode  and  accumulating  a count  of  the 
number  of  occurrences  of  readings  for  successively  higher  values  until 
the  count  equals  one  half  the  total  number  of  readings  taken.  The 
value  at  which  this  occurs  is  taken  as  the  median  value. 

It  is  these  consolidated  measurements,  the  mode  and  median  values, 
which  are  transferred  to  the  controller  for  display  and  thence  to  the 
computer  for  further  processing  and  recording  and  display.  Also 
transferred  to  the  computer  is  the  number  of  wavefront  test  failures 
occurring  during  the  measurement,  which  is  a measure  of  the  signal  to 
noise  level  pertaining  during  the  measurement. 
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Ircuuc-ncy  synthesizer 

A programmable  H1’33.^()A  frequency  synthesizer  provides  the  calibration 
signal  and  simulated  signals  during  system  tests.  All  programmable 
functions  of  the  synthesizer  can  be  controlled  from  the  microcontroller 
program.  The  synthesizer  output  signal  frequency  can  be  set  to  0.1  kHz 
resolution  to  any  frequency  within  the  range  0.  I kHz  to  I.’?, 000. 9 kHz 
within  2 ms.  The  upper  limit  of  1.^  MHz  for  the  frequency  synthesizer 

sets  the  upper  frequency  limit  of  operation  for  the  system  which  would 
otherwise  he  .'SO  MHz.  The  signal  level  is  not  programmable  and  must 
be  set  manually.  However,  the  sign.il  can  be  switched  off  in  so  far 
as  it  affects  the  system  by  switching  the  frequency  to  zero  and  this 
facility  is  used  during  phase  measurements  on  aerial  signals  to 
eliminate  the  possibility  of  interference  from  the  calibration  signal. 

3.5.4  Calibration  signal  attenuator 

A 50  attenuator  provides  the  control  for  the  calibration  signal 
level  and  should  be  set  manually  to  match  the  incoming  signal  level  to 
minimise  delays  resulting  from  switching  of  the  dual  matched  attenuator. 
The  attenuator  has  a range  of  80  dB  in  1 dB  steps. 

4.  FUNCTIONAL  DESCRIPTION  OF  SOFTWARE 


4. 1 General 

Some  idea  of  the  scope  of  the  AUTOCELL  operating  program  (ACOP)  has  already 
been  given.  Its  essential  purpose  is  to  enable  the  operator  to  control  the 
system's  operation  whilst  seated  at  a teletypewriter  from  which  he  has  a good 
view  of  the  equipment  and  can  monitor  each  unit's  performance. 

The  program  has  three  modes  of  operation.  The  principal  mode  is  the 
Command  Mode  and  the  two  subsidiary  modes  are  the  Type  and  Search  Modes. 
Transfer  of  control  between  the  various  modes  is  made  through  the  keyboard 
and  since  the  keyboard  input  interrupts  the  computer's  operation,  the  operator 
has  immediate  control  of  the  system  at  all  times.  The  Type  Mode  is  used  for 
typing  messages  and  in  it  the  teletype  merely  echoes  the  characters  typed. 

The  Command  and  Search  Modes  will  be  discussed  in  turn. 

4 . 2 Command  mode 

In  this  mode  a line  of  characters,  a Command  Line,  typed  by  the  operator 
constitutes  a sequence  of  commands  to  the  system.  However  the  characters 
are  not  acted  upon,  except  for  being  stored  in  a buffer  and  typed,  until 
receipt  of  a CARRIAGE  RETURN  character.  To  assist  him  in  entering  the 
desired  command  code  correctly  the  operator  is  able  via  special  keyboard 
commands  to 

(a)  delete  characters  successively  in  a reverse  direction  from  the  last 
one  entered; 

(b)  have  the  computer  retype  the  line  where  this  is  desirable  for  operator 
clari fication  or 

(c)  abandon  the  entire  line  without  having  the  computer  act  upon  it. 

In  addition  the  teletype  bell  rings  to  warn  the  operator  when  only  10  character 
spaces  remain  to  be  filled  in  the  command  line  and  again  when  only  2 characters 
remain.  Excess  characters  are  ignored. 

A list  of  characters  usable  in  the  command  mode  together  with  an 
indication  of  their  interpretation  is  given  in  Table  1.  Two  of  the  commands, 
those  for  opening  the  Instruction  and  Display  Lines,  have  their  own  subsets 
of  commands  and  associated  characters  which  are  listed  in  Table  2.  These 
two  commands  together  with  their  sub-commands  are  entered  on  separate  lines. 

The  Instruction  Line  determines  the  operations  performed  when  the  Instruction 
Sequence  is  initiated  and  the  Display  Line  determines  the  data  stored  and  the 
data  displayed  when  the  Display  Instruction  is  encountered  during  the 
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execution  of  the  Instruction  Sequence. 

When  a command  line  is  terminated  i.e.,  when  the  CARRIAGR  RliTURN  key  is 
pressed,  the  computer  proceeds  to  interpret  the  line.  The  actions  which 
may  be  called  for  include  the  storing  of  control  settings  for  measurements 
(shown  as  'Store  Parameters'  in  figure  6(a)),  storing  an  instruction  sequence 
or  display  sequence,  opening  or  closing  a file  etc.  When  the  system  has 
been  prepared  for  taking  measurements,  which  involves  at  least  the  first 
three  operations  referred  to  above,  the  system  can  be  activated  with  a 
special  keyboard  command;  'Start  Instruction  Sequence'.  At  this  time  the 
instruction  sequence  interpreter  is  entered  (see  bottom  of  figure  6(a))  and 
the  instructions  previously  entered  in  the  Instruction  Line  are  executed  in 
sequence.  Some  of  the  operations  which  might  be  executed  in  the  process 
include  the  starting  of  the  controller,  the  entry  of  data  into  a histogram, 
the  insertion  of  a I'elay  in  the  operation,  the  calling  of  the  display 
sequence  and  a repetition  of  the  entire  instruction  sequence.  A flow  chart 

showing  what  happens  when  the  controller  is  started  is  given  in  figure  7. 

A full  description  of  this  and  of  the  other  operations  is  available  in 
reference  14.  When  the  display  sequence  interpreter  is  called,  it  executes 
the  sequence  of  display  operations  previously  entered  in  the  Display  Line. 

At  the  end  of  the  display  sequence,  control  is  returned  to  the  instruction 
sequence.  A given  instruction  sequence  may  call  the  display  sequence 
interpreter  a number  of  times,  for  example,  for  each  signal  being  observed. 

At  the  end  of  the  instruction  sequence,  control  is  returned  to  the  Command 
Mode . 

From  figure  6,  Tables  1 and  2 and  the  above  it  will  be  apparent  that  a 
wide  range  of  operating  sequences  is  possible  and  that  sequences  can  be 
readily  set  up  and  modified  from  the  keyboard.  To  illustrate  the  form  of 
the  commands  and  the  method  of  using  this  mode,  a full  description  of  which 
is  given  in  reference  14,  a small  example  will  be  given. 

In  this  the  assumed  requirement  is  to  take  100  sets  of  readings,  for 
both  the  NS  and  FW  sets  of  aerials,  form  a histogram  of  the  100  sets  of 
readings  and  to  print 

(a)  the  mean  and  standard  deviation  of  the  phase  angle  measured;  and, 

(b)  the  number  of  sets  of  good  readings  obtained. 

The  measurement  is  to  be  taken  for  a signal  frequency  of  1.2  MHz;  the 
phase  measurement  system  is  to  be  set  to  provide  the  median  (as  opposed  to 
mode)  value  for  display,  using  an  overflow  figure  of  7 i.e.  a mode  of 
(32  X 2)  + 31  = 255  readings  and  a wavefront  number  of  6;  the  dual  matched 
attenuator  is  to  be  set  to  12  dB  i.e.  (^  x 4)  dB.  The  latter  parameters 

are  entered  first  by  typing: 

1F012000  P076  A3  'RETURN' 

where  the  first  character,  the  1,  indicates  that  this  is  a Parameter  line 
defining  the  status  which  the  parameters  specified  later  in  the  line  are  to 
taken  when  this  line  is  referred  to  any  in  subsequent  Instruction  Line(s). 

The  F,  P and  A together  with  the  associated  digits  define  the  parameters  as 
required  above.  Thus  the  frequency  is  specified  to  the  100  Hz  resolution 
of  the  digital  tuning  system  by  the  6 digits  following  the  character,  F; 
the  three  digits  following  the  character,  P,  specify  three  parameters, 
namely  the  statistic  to  be  displayed  (0  for  median,  1 for  mode),  the  over- 
flow number  and  the  wavefront  number.  Similarly  the  digit  following  the 
character.  A,  specifies  the  number  of  4 dB  increments  of  attenuation  to 
be  provided  by  the  dual  matched  attenuator.  'RETURN'  here,  as  elsewhere, 
signifies  a carriage  return. 

The  actual  operation  is  activated  by  typing: 
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IC  100(1, H)D' RETURN' 
D/#  M' RETURN' 
-'RETURN' 


The  first  line  is  interpreted  as  an  instruction  sequence  as  determined  by 
the  letter  '!'  at  the  beginning.  The  sequence  commences  with  the  clearing 
of  the  histogram  storage  area  as  specified  by  the  'C.  It  continues, 
as  determined  by  the  100  (1,H),  with  the  taking  of  100  sets  of  readings, 
for  the  measurement  conditions  previously  specified  in  Parameter  Line  1,  and 
a histogram  is  formed.  The  'D'  calls  the  Display  Sequence.  This  sequence 
is  defined  by  the  line  commencing  with  a 'D'  which  in  this  case  is  the 
following  line.  Since  no  characters  precede  the  '/'  character  in  this  line, 
no  data  is  stored;  the  characters  following  the  '/'  character  determine  the 
format  of  the  printout,  which  is  a carriage  retum/line  feed  determined  by 
the  # character  and  a printout  of  the  total  number  of  readings,  the  mean  of 
the  readings  and  their  standard  deviation  on  one  line,  as  specified  by  the 
'M'  character.  The  third  line  causes  the  execution  of  the  specified 
instruction  sequence  and  results  in  a printout  of  the  form: 

98  97  20.37  91.86  1.93  2.05 


In  this  there  are  a pair  of  readings,  the  first  of  each  referring  to  the  N-S 
aerials  and  the  second  to  the  E-W  aerials,  for  each  of  the  three  parameters 
specified  by  the  'M'  character  (see  above). 

To  repeat  the  operation  for  a different  frequency,  say  10.8  MHz,  it 
would  be  sufficient  to  type: 

1 FI  08000  'RETURN' 


to  change  th';  frequency  parameter,  followed  by: 

-'RETURN' 


to  execute  the  instruction  sequence. 

A noteworthy  facility  which  has  been  included  in  the  software  is  that  which 
allows  the  operator  use  of  the  Command  Mode  without  interrupting  the  execution 
of  the  current  instruction  sequence  except  for  any  printout  for  which  it  calls. 
This  allows  the  operator  to  perform  such  operations  as  listing  parameters 
or  changing  the  parameters  or  entering  a line  of  text  into  the  data  buffer 
for  storage  on  the  data  tape.  Even  the  display  or  instruction  sequences  may 
be  altered  without  interrupting  the  collection  and  storage  of  data. 

4.3  Search  mode 

In  this  mode  the  receiver  is  tuned  to  successive  stepped  frequencies  with 
the  initial  frequency  and  the  frequency  increment  set  from  the  keyboard  before 
activating  the  operation.  Thereafter  the  direction  of  the  sweep  can  be 
reversed,  whenever  desired,  by  using  the  space  bar  and  the  rate  of  sweep  can 
be  varied  by  adjusting  a potentiometer. 

This  operation  replaces  manual  tuning  but  cannot  be  used  for  taking  and 
storing  measurements  because  of  core  store  limitations. 

4.4  Display  buffer 

A circular  buffer  arrangement  has  been  used  for  data  display  printout. 

Data  is  entered  into  the  circular  buffer  at  the  high  speed  of  the  computer 
operation  and  is  fed  out  at  low  speed  for  the  teletype  printout.  The 
operator  should  limit  Instructions  for  data  printout  to  about  one  printout 
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for  every  fourth  measurement  on  each  frequency  (i.e.  by  use  of  the  bracket 
construction)  and  the  circular  buffer  will  then  prevent  the  page  print  from 
holding  up  the  rate  of  measurement  taking.  If  the  circular  buffer  fills 

with  data,  the  rate  of  measurement  taking  is  limited  by  the  teletype 
printout  speed. 

4.5  Core  store  usage  and  histogram  formation 

Figure  8 gives  a map  of  core  usage  by  ACOP.  The  8K  memory  is  divided 
into  two  fields  of  thirty  two  pages  each.  The  usage  of  these  fields  and 
pages  is  shown  in  the  figure.  The  portion  of  memory  above  the  dotted  line 
is  transferred  in  and  out  of  memory  by  certain  parts  of  the  computer’s 
operating  system  software.  This  debars  certain  parts  of  the  program  from 
occupying  this  area.  The  last  page  in  each  field  is  permanently  reserved 
for  the  computer  system  keyboard  monitor  which  is  an  integral  part  of  the 
operating  system  software.  The  Autocell  Operating  Program  and  buffer  areas 
for  parameters,  command  line,  instruction  sequence  and  display  sequence, 
data,  display  and  filters  occupies  the  rest  of  field  1 except  for  the 
generalised  output  routine  which  performs  the  operations  of  storing  data  on 
tape  via  the  output  file  buffer  and  handler  in  field  0 and  also  of  opening 
and  closing  data  files.  Data  processing  routines  occupy  field  0. 

Included  in  the  data  processing  routines  is  the  histogram  routine  mentioned 
earlier.  The  histogram  can  be  accumulated  from  any  one  parameter  line. 
Actually  two  histograms  are  stored,  one  for  the  North-South  phase  readings 
and  the  other  for  the  East-West  phase  readings.  Each  histogram  consists 
of  256  bins,  i.e.,  one  for  each  possible  phase  reading.  The  histogram 
printout  routine  j.rints  out  all  non  zero  lines  of  the  histogram  and  computes 
and  prints  out  the  total  number  of  readings,  and  the  mean  value  and  standard 
deviation  of  these  readings  for  each  histogram.  Only  successfully  completed 
measurements  are  included  in  the  histogreuns.  A major  complication  which  is 
taken  into  account  in  the  program  is  the  possibility  that  the  mean  value  will 
occur  nerir  zero  degrees  or  360°;  correct  values  for  the  mean  and  standard 
deviation  are  computed  in  these  cases.  The  possibility  of  the  histogram 
overflowing  is  also  taken  into  account.  The  histogram  routine  is  of  great 
value  in  checking  system  performance.  The  standard  deviation  figures  provide 
a sensitive  indication  of  the  noise  introduced  by  the  receiver  and  measure- 
ment subsystems.  The  disadvantage  of  the  histogram  routine  is  the  large 
amount  of  storage  sp«ce  which  it  requires  both  for  data  and  for  the  routine 
itself. 

4.6  Digital  filter 

The  digital  smoothing  filter  performs  a similar  function  to  the  histogram 
in  providing  statistical  smoothing,  but  with  substantially  less  storage  than 
is  needed  for  the  histograms.  It  provides  a separate  dual,  two-stage 
filter  for  each  of  the  ten  parameter  lines,  each  with  an  individually 
selectable  time  constant.  The  digital  filter  algorithm  used  has  been 
described  in  detail  in  reference  9.  The  implementation  of  the  filter 
effectively  allows  better  presentation  of  the  data.  The  azimuth  and 
elevation  computations  take  their  data  from  the  smoothed  phase  measurement 
values.  The  filter  is  activated  by  entering  the  filter  parameter  with 
a value  between  0 and  7 in  the  parameter  line.  0 corresponds  to  no  filter 
action  and  in  practice  4 is  about  the  longest  time  constant  filter  parameter 
that  would  be  used.  The  filter  algorithm  has  a convenient  property  which 
avoids  any  difficulty  when  the  phase  readings  vary  through  O”  and  360°. 

This  is  achieved  in  the  assembly  language  subroutine  that  implements  the 
smoothing  filter  algorithm. 
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5.  SYSTEM  LIMITATIONS 

Whereas  the  system  meets  the  design  requirements,  it  suffers  from  a number  of 
limitations  which  may  restrict  its  usefulness  for  research.  These  are  listed 
below  without  comment. 

(1)  System  sensitivity  is  limited  by  the  following  factors: 

(a)  the  lack  of  computer  control  over  the  r.f.  band-pass  tuning  facility; 

(b)  the  fact  that  tuning  is  accomplished  by  setting  up  nominally  correct 
local  oscillator  frequencies  and  does  not  involve  tuning  for 
maximum  signal. 

(2)  The  frequency  upper  limit  of  the  system's  operation,  which  would  otherwise 

be  SO  is  restricted  to  13  MHz  by  the  frequency  synthesizer. 

(3)  The  time  allowed  for  completion  of  each  operation  initiated  from  the 
controller  is  the  same  and  is  not  computer  controlled. 

(4)  The  duration  of  the  phase  measurements  is  not  measured. 

(5)  The  inequality  between  Channels  1 and  2 signal  levels  permitted  in  the 
amplitude  equality  test  is  not  switch  or  computer  selectable. 

(6)  The  amplitude  of  the  calibrate  signal  is  not  under  computer  control  and 
can  differ  significantly  from  the  signal  level,  thereby  involving  much 
switching  of  the  dual  matched  attenuator  and  longer  measurement  times  than 
need  to  be  the  case. 

(7)  The  60  dB  dynamic  range  of  the  automatic  attenuator  is  too  small. 


6.  INITIAL  RESULTS 

Figure  9 is  a computer  plot  of  what  is  essentially  the  result  of  the  first 
trial  with  the.  Autocell  system  carried  out  a few  weeks  after  installation.  The 
figure  shows  the  bearing  plots  of  three  transmitting  stations  taken  over 
approximately  a two  hour  period.  The  vertical  scale  in  each  case  is  for  a 
range  of  ten  degrees  of  bearing.  It  can  be  seen  that  each  station  was  situated 
in  a different  quadrant.  The  bearing  fluctuations  on  this  occasion  were  quite 
severe.  The  dashed  line  in  the  top  diagram  (for  Broken  Hill)  represents  the 
true  bearing  of  this  station  with  respect  to  the  site  of  the  Autocell  system  at 
St.  Kilda  in  South  Australia.  The  diagram  for  Lyndhurst  shows  a considerable 
offset  from  the  true  bearing  of  122°.  This  was  due  to  a fault  which  was 

discovered  as  a result  of  this  trial.  The  data  for  Woomera  are  somewhat  too 

sparse  to  be  of  use  other  than  for  demonstration  but  indicate  the  need  for 
greater  sensitivity  which  was  subsequently  improved  by  the  addition  of  preamp- 
lifiers. The  digital  smoothing  filter  descrioed  earlier  was  used  in  plotting 
these  results.  The  effect  of  the  filter  transient  can  be  seen  in  the  Woomera 
data  where  the  trace  recovers  from  a few  off  scale  data  points  that  were  not 
rejected  by  the  conqputer  program. 

The  fluctuations  and  spread  in  bearing  angle  apparent  in  these  plots  are 
similar  to  those  recorded  by  other  observers,  e.g.  figure  1 of  reference  10. 
Fluctuations  with  periods  of  approximately  20  min  are  commonplace.  Essentially 
it  is  the  presence  of  these  fluctuations  which  is  one  of  the  motivations  for  a 
more  detailed  study  of  the  angle  of  arrival  of  electromagnetic  waves  propagated 
via  the  Fi  layer  of  the  ionosphere. 

For  a comparison  with  more  recently  published  data,  reference  11,  figure  2, 
is  quoted.  Much  the  same  observations  apply  to  this  reference  as  were 
mentioned  with  respect  to  the  previous  reference.  This  indicates  some  degree 
of  consistency  in  the  observed  data  both  with  time  and  with  geographical  latitude. 

The  results  described  for  the  Autocell  system  have  all  been  obtained  using 
c.w.  transmissions.  Developments  are  under  way  which  will  enable  Autocell  to 
respond  to  pulse  transmissions  and  therefore  will  provide  the  means  of  propagation 
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mode  discrimination  and  selection.  Some  of  the  basic  components  of  the  Autocell 
system  were  used  in  a preliminary  semi -automated  version  described  in 
reference  12. 


7.  CONCLUSION 

A description  has  been  given  of  a computer- control  led  interferometer  facility 
which  is  capable  of  making  automated  measurements  of  the  direction  of  arrival 
of  a number  of  electromagnetic  waves  of  different  frequency  that  have  been 
propagated  via  the  ionosphere.  The  main  components  of  the  hardware  system  have 
been  described  and  an  outline  of  the  operating  program  for  the  system  given. 

System  automation  enables  fully  calibrated  measurements  to  be  made  at  a 
faster  rate  than  can  be  performed  by  manual  methods  and  the  frequency  agility 
of  the  system  provides  the  ability  to  carry  out  new  experiments  which  have 
previously  not  been  possible.  It  is  anticipated  that  the  system  will  assist 
in  research  into  phenomena  that  are  of  interest  in  the  fields  of  high  frequency 
communication  and  direction  finding. 

The  ability  to  store  the  data  on  magnetic  tape  is  a considerable  practical 
convenience  since  the  data  can  subsequently  be  readily  processed  on  a larger 
computer  equipped  with  plotting  facilities.  Specific  features  of  the  data 
can  then  be  reprocessed  with  varying  procedures  to  bring  out  details  of  interest. 
The  possibilities  in  this  respect  rapidly  outpace  the  capabilities  of  equipment 
which  requires  manual  handling  of  data. 

The  system  described  in  this  paper  also  provides  a demonstration  that  the 
human  operator  is  not  inc’  q ensable  as  part  of  the  measurement  process.  The 
automated  installation  can  take  over  the  routine  operations  which  a human  has 
previously  been  required  to  perform  and  the  procedures  are  freed  from  the 
limitations  imposed  by  tedium,  inattentiveness  and  human  error.  The  human 
operator  can  then  apply  himself  to  the  specification  of  the  experiment  and  the 
analysis  of  the  results. 
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TABLE  1.  Ain’OCELL  OPERATING  PROGRAM  (ACOP)  - 
CHARACTERS  RECOGNISED  BY  THE  COMMAND 
LINE  INTERPRETER 


Command  line  mode 

CTRL  B 
CTRL  C 
CTRL  H 
CTRL  S 
CTRL  0 
CTRL  U 
RUBOUT 
LINE  FEED 
CAR  RETURN 
ALT  MODE 
A 

CD 

CL 

D 

F 

G 

HC 

HT 

I 

K 

L 

M 

0 

P 

R 

S 

T 

X 

/ 

> 

\ 

< 


Revert  to  type  mode 

Return  to  KB  Monitor 

Hold  continue  data  display 

Stop  Controller  immediately 

Stop  listing  or  stop  data  typeout 

Abort  line 

Correct  error 

Retype  line 

Line  terminator,  interpret  line 

Continue  after  INS  SEQ  ? Character 

Set  attenuator  n,  m 

Call  command  decoder 

Close  data  file 

Set  display  sequence 

Set  frequency 

Set  gain  n,  m 

Clear  Histogram 

Type  Histogram 

Set  Instruction  Sequence 

Set  filter  parameter  K n,  m 

List  parameters 

Type  total  measurement  count 

Set  Options  n,  m 

Set  Phase  n,  m 

Set  Height  (km)  for  range 

Start  Search  Mode 

Type  Data  Lines  n,  m 

Type  20  Blanks  for  tape  leader  trailer 

Ignore  rest  of  line 

Set  second  limit 

Echo  line  on  data  file 

Start  controller 

Switch  TTY  output  to  data  tape  output 
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Notes:  (1)  Where  applicable,  the  parameter  value  is  entered  immediately  after 

the  command. 

(2)  n,  m denotes  that  the  setting  applies  for  channel  n,  where  only  n 

is  specified,  or  for  channels  n to  m where  both  n and  m are  specified; 
n and  m are  in  the  range  0 to  9 with  m > n. 


TABLE  2.  AUTOCELL  OPERATING  PROGRAM  (ACOP)  - 

CHARACTERS  RECOGNISED  BY  THE  INSTRUCTION 
AND  DISPLAY  LINE  INTERPRETERS 


Instruction  line  interpreter 


CAR  RETURN 


Clear  Histogram 

Type  Data  Line 

Type  Selected  Data 

Add  data  to  Histogram 

List  I.S.  buffer,  effective  immediately 
after  I only 

Open  I.S.  buffer,  effective  immediately  after 
I only 

Output  Histogram 

CTRL  0,  Terminates  Histogram  printout 
Wait  for  1 delay  loop 
Round  bracket  loop 
Angle  bracket  loop 
Wait  for  computer  delay 
Start  controller  program 
Enter  extra  data  into  file 
Repeat  from  beginning 
Type  CR  LF 

Insert  CR  LF  on  data  tape 

Wait  for  operator  to  type  ALT  mode  character 
CTRL  A,  Return  to  command  mode 

Immediately  after  I,  leaves  I.S.  buffer 
unchanged 


SPACE  Step  over,  separating  character 

All  other  characters  echoed,  and  followed  by  ? 


Display  line  interpreter 


Display  attenuator  finalisation  register 
Display  filter  outputs 

Compute  and  display  azimuth  elevation  angles 
Display  exit 
Display  frequency 

Display  gain  finalisation  register 


V. 
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TABLR  2((:0NTD.). 


Display  line  interpreter 
L 

M 

N 

0 

P 

Q 

R 

S 

T 

U 

V 

# 

$ 

( 

< 

+ + 

/ 


List  n.S.  Buffer,  effective  immediately 
after  D only 

Display  Histogram  totals.  Mean,  S.D. 

Display  parameter  line  number 

Open  D.S.  Buffer,  effective  immediately 
after  D only 

Display  phase  finalisation  register 

Display  4 phase  outputs 

Display  2 phase  outputs 

Display  5 phase  outputs 

Display  time 

Display  decimal  time 

Display  zenith  angles 

Carriage  return,  line  feed 

Space 

Write  binary  format  on  data  type 
Display  only  if  exit  = 0 
Display  only  if  exit  = Non  zero 
Display  for  INS  SEQ  Extra  Data 
Change  Display  inhibit 
Display  text 


Characters  prior  to  / are  entered  into  the  data  file.  Characters  after  / 
are  displayed.  Characters  after  a second  use  of  / are  again  entered  into 
data  file,  and  so  on.  The  / character  cancels  conditional  inhibits  other 
than  INS.  SEQ.  E inhibit. 


the 
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Figure  4.  Computer  daisy  chain 
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Figure  5.  Autocell  controller  block  diagram 
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Figure  6(a).  Skeleton  flow  diagram  for  ACOP 
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Figure  7(a).  Instruction  sequence  - start  controller 
operation 
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Figure  8.  Map  of  core  usage  for  ACOP 
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